[New computerized system for clinical evaluation of respiratory regulation].
The foundations for a computer program allowing to monitor "on line" physiological data to clinically evaluate ventilatory control were set up. The new equipment demonstrates important innovations--lowered flow resistance, and decreased dead space, modernization of the blocking steering the computer valve. The new program allowed to decrease the time for analysis from couple of minutes to seconds. The results of ventilatory control studies in 11 healthy volunteers were found in ranges of normal values calculated earlier using an analogue method and are similar to those from literature.